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The Importance of Bronchoscope Reprocessing Guidelines
Raising the Standard of Care
To the Editor:
As expressed by Srinivasan et al (January 2004), 1 I agree that bronchoscope-specific reprocessing guidelines that provide stepby-step instructions similar to those developed for GI endoscopes are needed. 2 By familiarizing the pulmonary community with important infection control and reprocessing policies and details, the development and publication of bronchoscope-reprocessing guidelines would contribute to the establishment of a more consistent standard of care and to a reduction of the risk of disease transmission via contaminated bronchoscopes. Because specific reprocessing guidelines for bronchoscopes have not been published, some health-care practitioners may be unaware of the current minimum bronchoscope-reprocessing requirements, failing to practice important infection control principles that are crucial to the prevention of nosocomial infection. Others may "borrow" published reprocessing guidelines for GI endoscopes and apply them to bronchoscopes. Even though several of the reprocessing instructions and steps for GI endoscopes are similar to those for bronchoscopes, the application of reprocessing guidelines for one type of instrument to another can be confusing, can result in noncompliance, and can establish an unnecessary precedent.
In addition to agreeing with the recommendation of Srinivasan et al that bronchoscope-reprocessing guidelines be developed and published, I would like to express my concern that the current standard of care, which condones, if not encourages, the clinical use of "just-reprocessed-and-wet-with-rinse-water" endoscopes including bronchoscopes, is potentially unsafe. 3 Several organizations recommend drying bronchoscopes, GI endoscopes, arthroscopes, and other types of flexible and rigid endoscopes after high-level disinfection at the end of the day-that is, before storage of the endoscope-but not between patient procedures during the course of the day. 4 Moreover, for automated endoscope reprocessors (AERs) that are labeled with instructions to "sterilize" endoscopes using a liquid chemical sterilant (LCS) and "sterile" rinse water, most organizations do not recommend drying the endoscope after reprocessing (and water rinsing) at any time, either between patient procedures or at the end of the day. 4 To be clear, especially for a bronchoscope that may be reused several times in 1 day, the failure to dry the endoscope, including its external surfaces, suction channel, and biopsy port, immediately after reprocessing and before reuse all but ensures that the bronchoscope will be wet with rinse water when introduced into the patient's lungs. Such a practice, while common, is dubious, because it can result in the transmission of waterborne bacteria during bronchoscopy and nosocomial infection, especially if the patient is critically ill and immunosuppressed. Several published reports 5-9 have documented outbreaks (and pseudo-outbreaks) due to the transmission of waterborne bacteria via wet or improperly dried bronchoscopes (and GI endoscopes). As discussed in these reports, each bacterial outbreak was abruptly terminated once the bronchoscope was dried after manual or automated reprocessing (and water rinsing).
Therefore, I suggest, for the sake of clarity, completeness, and the elevation of patient care, that future bronchoscope reprocessing guidelines, as well as documents published by the Food and Drug Administration (FDA) and the Centers for Disease Control and Prevention (CDC), recommend that, irrespective of the claim of the LCS or AER (ie, "high-level disinfection" or "liquid sterilization"), or the quality of the water used for rinsing (eg, tap water, "bacteria-free" water, or water labeled as "sterile"), the endoscope be dried after reprocessing both between patient procedures and prior to storage. 3 It is unclear why some professional organizations do not recommend drying the endoscope immediately after the completion of each reprocessing cycle, 4 especially since drying, which can be achieved by flushing the suction channel and biopsy port of the bronchoscope with 70% alcohol followed by forced (or compressed) air, is an inexpensive and a relatively simple and rapid process that does not require complex equipment. It is also unclear why the CDC does not recommend drying the endoscope between patient procedures, or why the FDA does not require that the labeling of endoscopic equipment underscore the importance of drying the endoscope after manual and automated reprocessing (and water rinsing). 10, 11 Finally, I recommend that future bronchoscope (and current GI endoscope) reprocessing guidelines address the importance of microbiologically monitoring the rinse water used during endoscope reprocessing. Currently, save for a few investigators including this letter's author, the CDC does not recommend the monitoring of rinse water as required to determine its microbial quality. 12 As a result, the microbial quality and content of the rinse water is generally unknown (unless the health-care facility is, for example, investigating a bacterial outbreak or pseudooutbreak linked to contaminated bronchoscopes). Although it is surprisingly often overlooked in reprocessing guidelines, the failure to monitor the rinse water and to determine its microbial quality renders meaningless any advertised claim that the endoscope was successfully "high-level disinfected" or "sterilized," because the possibility exists that the endoscope was recontaminated with waterborne bacteria during the water-rinsing phase that follows high-level disinfection or "liquid sterilization." To be sure, contaminated rinse water yields contaminated endoscopes, irrespective of the potency, strength, claims, or effectiveness of the LCS. 
To the Editor:
We greatly appreciate the recent thoughtful communication from Dr. Muscarella regarding our report that was recently published in CHEST (January 2004). 1 We strongly agree with the importance of a terminal alcohol rinse and the air-drying of bronchoscopes prior to their use. We found this to be a particular area of uncertainty among the bronchoscopists whom we surveyed, with over half being unaware of the institutional approaches to such aspects of reprocessing. This issue represents an important practical dilemma, as busy bronchoscopists might feel pressured to abbreviate this important component of instrument reprocessing. Although we are not aware of any instance in which the use of wet endoscopes is "encouraged," this practice may well occur in busy endoscopy suites. The practice of drying the inner lumen of endoscopes with alcohol and compressed air impedes the growth of microorganisms, and helps to reduce the risk of bacterial contamination. Given that this step is inexpensive, universally available, adds very little time to the reprocessing procedure, and may enhance safety, we agree that expanding this practice to every reprocessing cycle, and not just those at the end of the day or in instances in which nonsterile rinse water is used, is reasonable.
In contrast, routine microbiological sampling of endoscope rinse water, while intuitively potentially worthwhile, would be much more expensive and time-consuming, and would require equipment and systems that are not available at all endoscopy sites. As noted in our report, the optimum approaches to surveillance measures (eg, periodic instrument/equipment/environmental cultures and computerized analyses of culture isolates from bronchoscopy procedures) require further definition, and the impact of such approaches on patient outcomes requires investigation. Before making such a recommendation, we believe that studies should be performed to define the utility of this practice and to clarify optimum approaches. Rather than proposing such a practice in the absence of data, we believe that a current focus for the bronchoscopy community should be the development, dissemination, and implementation of broncho-scope-specific reprocessing guidelines, including personal reappraisal of the bronchoscopy infection control programs at one's own institution [1] [2] [3] [4] .
Importantly, the American College of Chest Physicians has been attuned to this need for the prevention of bronchoscopyassociated infection and pseudoinfection, and, in collaboration with the American Association of Bronchology, has sponsored the development of a consensus statement through its Interventional Chest/Diagnostic Procedures Network. It is noteworthy that instrument drying is a component of these recommendations. We hope that this effort, coupled with the resolve to implement these procedures by bronchoscopists, will enhance the safety of this procedure, which is integral to patient care.
We thank Drs. Oddo and Liaudet for their interesting and insightful comments. We also were disappointed that therapeutic changes made in response to the etiologic diagnosis were not associated with an improved outcome. 1 We do not, however, believe that this lack of improvement is due to an offset from morbidities related to the lung biopsy procedure, as the risk of surgical complications (including prolonged air leakage) was independent of the etiologic diagnosis or the institution of specific therapy. Rather, we think that the lack of improvement was a reflection of the lack of efficacious therapies that are currently available for many of the causes of ARDS that were discovered. These findings highlight the need for further research into better therapies for diffuse alveolar damage and other pathologies causing ARDS.
While we agree that the occurrence of bronchopleural fistula (BPF) in mechanically ventilated patients with emphysema has poor prognostic implications, we think that this is a reflection of the severity of the patient's underlying parenchymal lung disease rather than of the air leak itself. 2 Thus, we do not think that BPF
